Qualitative Analysis Report

Data Filename  TOX21_201187_TMS.D Sample Name
Position 335 Instrument Name
User Name Long Acq Method

User Chromatograms
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User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"
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Spectrum Source
Peak (4) in "+ TIC Scan"

x10 2 |* Scan (8.113-8.182 min, 13 Scans) TOX21_201187_TMS.D Subtract

75.0

129.1 157.1

58.9 1721

101.0 116.0 142.9
.I|.|‘.| | .|...|I|‘. 1 [ in o L |

60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

18.0 29.0 41.0

ol L v 1l
20 30 40 50

Spectrum Source
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Spectrum Source
Peak (7) in "+ TIC Scan"

x10 4 |+ Scan (12.006-12.076 min, 13 Scans) TOX21_201187_TMS.D Subtract
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Spectrum Source
Peak (8) in "+ TIC Scan"
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Spectrum Source
Peak (9) in "+ TIC Scan"
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