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User Spectra
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Spectrum Source
Peak (4) in "+ TIC Scan"

x104 |+ Scan (8.251-8.338 min, 16 Scans) TOX21_201449_TMS.D Subtract

1.21 61.0

14
0.8+
0.6+

0.4+ 73.0

149.0
0.21 45.0 100.0
27.0 " |840 [ 1199 169.0 198.0

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (5) in "+ TIC Scan"

x10 4 |+ Scan (21.380-21.461 min, 15 Scans) TOX21_201449_TMS.D Subtract

3.51 75.0
31 313.3

251
2,

| 43.0
1.5 103.0
14

051 290
0l M ||1|2?1 157.1  185.1 2272 255.2 2972 |,

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (6) in "+ TIC Scan"

x10 4 |+ Scan (23.237-23.306 min, 13 Scans) TOX21_201449_TMS.D Subtract

73.0
1.5+

1.25-

14

0.75-

05. 450 93.0

0.25-
0

432.9

204.9

147.0

1149 178.9

250 59.0I I ] “l 2419 2789 3148 IJJ 410.9
ll Ju ., w i .1[ P PTAR N "

25 50 75 100 125 150 175 200 225 250 275 300 325 350 375 400 425 450
Counts vs. Mass-to-Charge (m/z)

358.9

--- End Of Report ---

Agilent Technologies Page 3 of 3 Printed at: 9:53 AM on: 5/14/2014



	structure: 
	viz: 
	pc: 
	gg: 


